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EXECUTIVE SUMMARY 

All the goals of the original proposal were realized. A complete working prototype 
of the fiber optic blade tip sensor was first tested in the laboratory, followed by a 
thorough evaluation at NASA W8 Single Compressor Stage Facility in Lewis 
Research Center. Subsequently, a complete system with three parallel channels was 
fabricated and delivered to Dr. Kurkov. The final system was tested in the Subsonic 
Wind Tunnel Facility, in parallel with The General Electric Company's light probe 
system. The results at all operating speeds were comparable. This report provides a 
brief description of the system and presents a summary of the experimental results. 
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1 . 


Introduction 


Accurate measurements of the blade tip dynamics in the compressor stage are essential for 
the design of high performance engines. These measurements provide designers with vital information 
which can be used to assess the accuracy of a particular mathematical model. Modelling of the 
dynamic behavior of the blade tip requires precise knowledge of each blade tip under various 
operating speeds. The leading and trailing edge of each blade can be located relative to the one per 
revolution signal; this is achieved through optical scanning of the blade tip. The sensitivity of the 
measurement is specified in terms of the rise and fall time of the scanning system. 

This final report describes the design and testing of a fiber optic system for real time 
monitoring of blade tip dynamics. A means of measuring the timing information of the leading and 
trailing edge of the blade tip and real time monitoring of the blade tip clearance. Figure 1 shows a 
photograph of the complete system, which comprises a set of fiber optic sensor heads, and an 
electronics module, containing the laser transmitters and receivers. Design of each subassembly is 
described below. The system provides a 100 ns timing resolution for each of the channels. The 
system is modular in design allowing for easy expansion to any number of timing channels. 



Figure 1: Fiber optic system for measuring blade tip dynamics 
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2 . 


Theoretical Background 


Present day sensors for vibration monitoring and measurements are based on non-invasive 
optical techniques 1 ' 3 . Typically, a fiber optic probe, comprising transmitting and receiving optics in 
a single cylindrical housing, is precisely positioned into the engine casing. Circumferential positioning 
of several probes, together with the data acquisition and processing, permits measurements of both 
blade vibration and steady state blade deflection. These optical sensors combine fiber optics and 
gradient index (GRIN) microlens technologies to achieve the necessary miniaturization and efficiency. 
Semiconductor laser sources and detectors are routinely integrated into the system. In this manner, 
small spatially coherent spots of light can be delivered remotely to a target, and the diffused light 
scattered in the backward direction can be collected efficiently. 

In this project, the latest technology of integrated fiber optics (IFO) 4 , developed at Stony 
Brook, was utilized in the design of fiber optic sensors for monitoring blade deflections. IFO, 
through wavefront engineering, permits sufficient control for the delivery of focussed or collimated 
optical energy to a remote target. Wavefront control of optical wavefields propagating inside 
raonomode optical fibers is achieved through selection of appropriate refractive index profile and 
length of a graded index multimode optical fiber, which is fusion spliced to a monomode optical 
fiber. 


IFO reduces fabrication complexity by eliminating the mis-match between the size of GRIN 
microlenses and monomode optical fibers. Subsequently, the diameter of a transmitting probe is 
reduced from 2 mm to 0.125 mm. A fiber optic blade tip sensor described below utilizes IFO to 
deliver a 50 pm spatially coherent light spot to a blade tip located at a distance of 2.5 mm from the 
probe tip. A ring of multimode optical fibers can collect more than 2 % of the total optical power 
radiated into the hemisphere normal to the blade tip. 

Figure 2 shows a schematic of an integrated fiber optic based laser delivery 1 system. A short 
length of a multimode gradient index optical fiber is fusion spliced to a singlemode optical fiber 
transmitting laser power from the transmitter module located in the control room to the wind tunnel 
section. The final timing specification of the complete system is determined by the size of the 
scanning optical spot as well as the bandwidth of the electronic receiver module. The smaller the spot 
size the faster the rise time of the optical receiver. Essentially the apparent width of the blade is 
proportional to the diameter of the scanning laser spot; a small scanning laser spot permits timing 
information to derived from thin blade sections, typically, less than 0.002". Conventional means of 
laser delivery to the blade tip are impractical, a system using a gradient index cylindrical lens is 
possible, but as shown in Fig 3, is also not useful. The integrated approach eliminates alignment 
problems, while adequately meeting the stringent spatial requirements, that is, an outer diameter of 
the probewhich is less than 0.1". 
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The blade tip is assumed to be a Lambertian source with sterance L,- [W.ra‘ 2 Sr/ 1 ], which is 
related to the illuminating incidence Ej [W.m' 2 ] through the relation 

It 

where R T is the blade reflectance. As shown in Fig.4, an array of multimode optical fibers are 
arranged in a circular ring surrounding the transmitting probe. Using geometric arguments the optical 
power PpR, received by the fiber array, can be expressed as a fraction of the total optical power P T 
radiated into the hemisphere above the blade tip, that is. 



where a and b are the radii of the core and cladding, respectively, of a single receiving optical fiber, 
z is the distance from the blade tip to the receiving fiber ring, and k is an integer defining the ring 
order. 



Figure 4: A schematic of the blade tip sensor 
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3. 


Experimental results 



Figure 5 Photomicrograph of the probe face (magnification 100X, yellow fibers are receiving 
fibers, and the red spot is the core of the transmitting fiber) 

The transmitting section consists of a 4/1 25pm single mode optical fiber which emits 
approximately 2.2mW of optical power at a wavelength of 675nm out of the probe, (the bright red 
spots hitting the blade surface in Fig 5). The optical wavefront of the laser light emanating from the 
single mode fiber is processed, in-line, by fusion splicing a short section (= 300pm) of gradient index 
multimode fiber 50/125pm. The diverging spherical wavefront is transformed to a converging 
wavefront, with the image point at a distance of 2mm from the fiber tip. The optical probes, 0.094" 
in diameter, were mounted from the side of the engine through specially designed holes. 


The physical arrangement of the probe is shown in Fig 5. Laser light is transported through 
the probe and focused into a spot on the turbine blade tip; the spot diameter is 100pm at a distance 
of 2mm. The diffusely scattered light from the blade surface is collected by an array of high numerical 
aperture optical fibers. The optical signal is then guided to the APD receiver.The probe can be 
considered in two sections, the transmitting and receiving section. The fiber probes were fabricated 
with six multimode fibers as shown in Fig 5; it was difficult to arrange the receiving fiber in an annular 
nng surrounding the transmitting fiber. 


3. 1 Signal Detection Processing and Data Acquisition 

The diffused scattered light from the blade tip is collected by six high numerical aperture 
multimode optical fibers arranged in an array on both sides of the transmitting fiber. The fibers are 
cabled in a loose 3mm monocoil tubing which is about 150 feet long. The sensing end of the fiber 
cable is terminated in a stainless steel tubing of 0.094" diameter. At the other end of the fiber cable 
the transnutting fiber is terminated with a FC/PC connector and the six multimode fibers are mounted 
in a stainless steel ferrule and inserted into a second stainless steel tubing containing a Selfoc 
raicrolens. The FC/PC connector permits easy alignment free coupling, to a semiconductor laser. 

The gain adjusting maintains electronic signals within the linear operation limits of the analog 
processing elements. With these design constraints the circuitry was operated with a bandwidth of 
2 MHz, a higher bandwidth is also possible. Figure 6 shows a schematic of the receiver circuitry. 



Figure6: A schematic of the receiver. 
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3.2 Tip Clearance Results 

A static calibration was performed with the optical probe mounted in a micrometer calibration 
fixture as shown in Fig 7; this curve shows that a linear range is obtainable over approximately 0.025 
inches with a resolution of 50 V/inch (0.00002 inch per mV). 


STATIC MEASUREMENTS FOR TIP CLEARANCE 



Figure 7: Static calibration curve for tip clearance measurements. 

Dynamic tip clearance measurements were performed in the subsonic wind tunnel. The signals 
were recorded from the video stage just before the wave shaping stage of the sensor, in order to 
obtain the true shape of the pulses. For this reason each pulse is averaged over three revolutions in 
order to determine the exact voltage level at the corresponding speed. Figure 8 shows a typical 
voltage waveform obtained from one of the blade tips; it clearly shows the need for averaging in order 
to obtain a meaningful interpretation of the tip clearance. A blade tip rotating at 10,000 rpm requires 
18 ms for this measuremenL Figure 9 shows the variation of the average pulse height (mV) between 
the different blades, at two different speeds. From the above calibration it should be recalled that a 
change of 1 mV corresponds to a movement in the blade tip of 0.00002 inch. 
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3.3 Dynamic Testing 


A dynamic testing for evaluating the performances of the optical blade tip and vibration 
measurement system was done in a Single Stage Transonic Compressor facility and in a subsonic 
wind tunnel having a test section of 9 x 15 ft at NASA, Lewis Research Center. 

3.3.1 Single Stage Transonic Compressor Facility: 

The transonic compressor shown in Fig 10 has a 20" diameter blade cluster which has 32 
blades on it A maximum mass flow rate of 70 lbm/s is achieved through 3000 hp drive motor with 
a maximum RPM of 20,000. Each blade has a tip (midchord) thickness of 0.15 inch. The casing of 
the compressor outside of the test wheel is modified to accept the optical probe, which is centered 
over the mid chord section of the blade and can be used to measure the static deflection in the 
individual blade. Figure 1 1 shows a typical pulse shape at 95% rpm for blade #1. 



Figure 10: Photograph of the single stage compressor 
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NASA:W8 SSTC T13+T14 SUPERPOSITION WITH 1/rev RPM:16999 



3.3.2 Subsonic Wind Tunnel Test Results 

This test was performed on a General Electric engine, which had 22 composite blades, tip-to- 
tip diameter of 22 inches, the maximum RPM was 14,500 with a tip speed of 1 180 ft/sec. A section 
of the wind tunnel with the engine mounted inside is shown in Fig. 12. The casing of the engine is 
modified to accept six optical probes as previously shown in Fig. 12; the probes are positioned along 
the blade chord. The laser supply and detection system were in the control room at a distance of 120 
ft. Optical signals from the sensors were acquired through the 120 feet long fiber optic cables. Data 
was stored on the computer and the signals were displayed on a scope 

Figure 13 shows a typical individual voltage traced as a function of time as a single blade 
passes the sensor. The signal clearly rises very sharply as the blade comes into view. This feature is 
to be expected of the optical probe since the probe has no knowledge of an approaching blade until 
the blade comes in its field of view. Probes based on capacitance or eddy current will have som 
awareness of an approaching blade as the fields for these sensors are not restricted to a direct line of 
sight. A signal appears transient just after the blade has come into view due to partial spot forming 
on the leading edge of the blade. The minor signal variations appearing in the central portion of the 
blade passage would appear to reflect small repeatable features of each blade. The electronics is set 
to gate the signal and to avoid picking up initial edge transient. 
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Figure 14 shows the digital pulse of the leading edge and the trailing edge of the blade, 
respecuvely. In order to determine the flutter in the blades, the digital pulses from the blade under 
observation at different rpms are superimposed in order to see the shift in the blade pulses. The shift 
can be translated into degrees in order to determine the blade deflection. 


NASA 9x15 SUBSONIC WIND TUNNEL T21+T22 




Figure 14: Digital pulse obtained from the (a) leading, and (b) trailing edges of the blade tip. 

For tangential deflection analysis the first blade is defined as the blade that follows the positive 
edge of the 1/rev pulse plus the delay that is equivalent to Five degrees of rotation counting from the 
positive edge of 1/rev. The blades are then counted as they pass the sensors. Units are in degrees for 
tangential direction. Figures 16,17 and 18 shows the tangential deflection at leading edge, midchord 
and trailing edge of the blades , respectively, at different RPMs; only the leading edges are plotted 
in the figures. 
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TANGENTIAL DEFLECTION (deg) 


Figure 16: Plot of tangential deflection vs. blade at leading edge 


NASA 9X15 LSWT LEADING EDGE PROBE SLOT3 V-NO:0.55 



13 



TANGENTIAL DEFLECTION (deg) 


Figure 17: Plot of tangential deflection vs. blade at midchord 

NASA 9X15 LSWT MIDCHORD PROBE SLOT4 V-NO:0.55 
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TANGENTIAL DEFLECTION (deg) 


Figure 18: Plot of tangential deflection vs. blade at trailing edge 


NASA 9x15 LSWT TRAILING EDGE PROBE SL0T6 V-NO:0.55 
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4. 


DISCUSSIONS 


The fiber optic system described in this report has been successfully used to measure static 
deflection and fluctuations in blade tip clearance. The system has been thoroughly tested in the 
laboratory, in a transonic single stage compressor facility and on a scaled aircraft engine in the 9X15 
feet subsonic wind tunnel facility at the NASA LeRc. Through the use of integrated fiber optics and 
avalanche photoreceivers, this system has a very high speed collection efficiency and high gain 
bandwidth product for the electronic system. The fiber optic probes did not exhibit any degradation 
in signal quality over 10 hours of continuous use in the aircraft engine environment; this fact is quite 
remarkable since the probes does not rely on any purging mechanism. 

This system opens up new options and opportunities for measurement, condition monitoring, 
and diagnosis of turbomachinery, particularly combustion turbines with free-standing blades. The 
sensor electronics can be modified to increase the system bandwidth and to filter out some of the 
spurious noises. The frequency response is high (greater than 10 MHz.), and fully capable of tracking 
blade passing signals typical of large combustion turbines or expansion turbines. Low frequency 
response is also good and static calibration has been demonstrated. 
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Design and characterization 

of coherent integrated fiber-optic imaging probes 


Romel R. Khan, Harbans S. Dhadwal, and Kwang Suh 


An integrated fiber-optic probe comprising a short length of multimode fiber that is fusion spliced to a 
monomode optical fiber has been fabricated for imaging and nonimaging applications. The fiber probe, 
typically 250 pm in diameter, can deliver a focused Gaussian spot approximately 25 pm in diameter at a 
distance of approximately 500 pm from the tip. Two off-the-shelf graded-index multimode fibers have 
been used in the fabrication of imaging and nonimaging probes. These integrated probes have 
considerably improved the spatial resolution of backscatter lensless fiber probes being utilized in the 
dynamic light-scattering characterization of colloidal suspension. 


1. Introduction 

Here we report the design and characterization of 
integrated fiber-optic probes, comprising a mono- 
mode optical fiber that is fusion spliced to a short 
length of a graded-index multimode fiber, for delivery 
of either a collimated beam or a focused spot to a 
remote location. An experimental result of the appli- 
cation of a graded-index multimode-fiber lens (GFL) 
in a laser light backscattering fiber-optic probe 
(BFOP), which was described in Dhadwal et al., 1 is 
also presented. So far these compact BFOP’s have 
not used any lens. The use of a lens to deliver a 
focused spot and another lens to receive light from a 
small scattering volume will enhance the resolution 
of the BFOP without increasing its size and without 
degrading the self-beating efficiency 2 of the laser light 
scattering system. 

There have been several earlier studies on the uses 
of the GFL. Dhadwal et al. 3 used the integrated 
GFL probes as coherent receivers in dynamic light 
scattering. Emkey and Jack 4 evaluated them in 
connection with the development of miniaturized 
low-loss fiber-optic connectors. Watson 5 used the 
GFL’s to make a linear array of microlenses. Ma- 
thyssek et al. 6 used them in laser diode to single-mode 
fiber coupling. Liou 7 used a GFL as an external 
cavity for an InGaAsP buried-heterostructure laser. 
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Advantages of GFL’s include size compatibility 
with monomode optical fibers and an overall reduc- 
tion in size by a factor of 10 over Selfoc 8 graded-index 
lenses manufactured by Nippon Sheet Glass. 8 We 
obtain variation in the image distance and magnifica- 
tion by controlling the length, L, of the GFL. The 
object distance in this paper is fixed to zero because 
the monomode fiber is fused to the lens, resulting in a 
rugged and compact probe that does not require 
alignment of the lens. 

We note that a multimode graded-index optical 
fiber with a quadratic refractive-index profile [see Eq. 
(1)] has focusing properties similar to those of spheri- 
cal lenses and Selfoc lenses. Many commercially 
available fibers, such as those made by modified 
chemical vapor deposition 9 methods, have a large 
central index depression. In general, a large devia- 
tion from the quadratic index profile may result in a 
great degradation of the imaging quality of a GFL. 
Two multimode fibers, Corning 50/125-p.m fiber (or 
Newport Model MSD) and Corning 100/140-|xm fiber 
(or Newport Model MLD), have been considered here. 
In Section 2 GFL parameters such as begun waist and 
image distance are found through the use of a ray- 
matrix analysis for a Gaussian wave. In Section 3 
experimental results are presented. 

2. Theoretical Background 

Figure 1 shows a schematic of a generic integrated 
coherent fiber-optic probe. The refractive-index pro- 
file of the fibers considered here is approximated to be 
in the form 

n 2 (r) = «o(l - (gor) 2 ], (1) 
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Fig. 1. Schematic of an integrated fiber-optic probe. 


where r is the radial distance from the optical axis, n 0 
is the on-axis refractive index, and g 0 is the quadratic 
index constant. Neglecting aberration effects, we 
see that the pitch, P, of the fiber is given by 9 


The beam waist, w 2 , is given by the absolute value 
ofr 2 , 


w 2 = w 0 2 


+ a" 


[cos(2trr|) - nozg 0 sin(2Trri)] 2 
sin(2trn) 


go 


+ /toZ cos(2ttti) 


(4) 


where the fractional pitch ti = L/P is in the range 
0-1.0 and a = \/(-nnoW 0 2 ). 

Minimizing w z with respect to z gives image dis- 
tance d, and image magnification m g (Ref. 13): 


d,= 


sin(4Tnn)(g 0 2 ~ a 2 ' 


2n o6o[go 2 sin 2 (2-rrq) + a 2 cos 2 (2irr|)] 


(5) 


2 TT 

P = — 
go 


( 2 ) 


The optical field distribution radiating from the tip of 
a monomode fiber can be approximated by a Gaussian 
profile 10 having a beam waist (or beam radius) w 0 . 
In our study we used a monomode fiber (Newport 
Model FSV) with a core radius of 2 pm whose mode 
field radius (or w 0 ) is quoted to be 2.3 pun by the 
manufacturer. Following the ray-matrix analysis 
given by Gomez-Reino and others, 11 ’ 12 we see that the 
complex input ray position and slope for a Gaussian 
wave are given by r x = w 0 and r x = y'X/('im 0 ^o). 
respectively. Here X is the wavelength of light. 
The complex input is related to the complex output 
position r 2 and slope r 2 , at a distance z from the tip of 
the GFL (see Fig. 1), by 


r 2 


A 

B 

r x 

A 


C 

D 

A. 


(3) 


where 


A B 
C D 


— M 43 M 32 M 21 , 


m 21 = 


cos(goL) sin(goL)/g 0 
-go sin(goL) cos(goL) 


is the transmission matrix within the GFL where L is 
the length of the GFL. Note that 


M 32 — 


1 0 
[0 n 0 J 

is the refraction matrix from a GFL to air, and 

1 z 

M43= [o 1 

is the transmission matrix in air. 


Wi 1 


w 0 

go sin(2TTti) 

2 

1/2 


a 

+ cos 2 (2Trq) 



( 6 ) 

The divergence angle of the output Gaussian beam 
from the image point is inversely proportional to 
image beam waist w, and is given by 

X X 

A0 = = (7) 

ir w x ■mu 0 m g 

Figures 2 and 3 show plots of image distance d, and 
magnification m g as& function of t| for MLD and MSD 
fibers, respectively, whose characteristic parameters 
are shown in Table 1. All results are at a wavelength 
of 0.633 pm. From these figures we can see that for 
t| = 0.25 the image is formed on the back surface of 
the GFL, with the highest magnification and the 
lowest divergence; such a GFL is best for producing a 
collimated output. In general, one can use Figs. 2 
and 3 for fabricating an integrated fiber probe with a 
desired imaging condition based on the image dis- 
tance, magnification, and divergence requirements. 

Figure 4 shows a plot of w t as a function of z for 
0.25P MSD GFL (dashed curve) and 0.25P MLD GFL 
(solid curve). We note that divergence of the MLD 
GFL is lower them that of the MSD GFL. For z < 4 
mm, a beam waist of less than 60 pm can be obteuned. 

We can find maximum image distance d im at ^ = Tq m 
analytically from Eq. (5) by maximizing d, with 
respect to ti, 


1 J a 

= — tan 1 - — 
2-n- \ g 0 


evaluated in second quadrant, and 


a 2 ~ go 2 
2n„ag 0 2 


( 8 ) 


(9) 
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(b) 


Fig. 2. Theoretical plots for the imaging properties of MLD GFL 
at X = 0.633 pm: (a) image distance di (in micrometers) versus 
fractional pitch t| [Eq. (6)], (b) image magnification m versus 
fractional pitch -p [Eq. (6)]. 




(b) 


Fig. 3. Theoretical plots for the imaging properties of MSD GFL 
at X = 0.633 pm: (a) image distance d, (in micrometers) versus 
fractional pitch t| [Eq. (5)], (b) image magnification m versus 
fractional pitch ii [Eq. (6)]. 


For MSD GFL, = 0.284 and d im = 274 pm, 
whereas for MLD GFL, T| m = 0.275 and d im = 516 pm. 
Note that one could use Eq. (9) to specify optimum 
values of g 0 and n 0 . hence the index profile [Eq. (1)], to 
achieve desired values of d im . For example, to achieve 
a maximum image distance of 5 mm at X = 0.633 pm 
with n 0 = 1.47, one should fabricate a GFL with g 0 = 
1.33 mm -1 . The theoretical prediction for the inten- 
sity distribution at distance z from the tip of the GFL 
is given by 13 



( 10 ) 


caused by diffraction as 


€ 



(Id ~ U 2 dp 



1/2 


( 11 ) 


where w 2 is the beam waist on the output surface of 
the lens. Here I nd and I d are the intensity distribu- 
tions assuming no diffraction and diffraction, respec- 


where w z is given by Eq. (4). 

As we mentioned earlier, the theory presented 
above is derived through the use of ray matrices. 
For GFL’s, which have a diameter comparable with 
the wavelength of light, diffraction effects must be 
taken into account. We define the rms relative error 


Table 1. Characteristic Parameters of MSD and MLD Fibers 


Fiber 


go 

Diameter d 

On-axis 

Type 

no 

(mm -1 ) 

(mm) 

N.A. 

MSD 

1.4713 

5.54 

0.050 

0.2 

MLD 

1.4815 

4.05 

0.1 

0.3 
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Transverse distance (*un) 

Fig. 6. Characterization of the intensity distribution for MLD 
GFL with 0.225P length: circles, measured data points at z = 33 
mm; solid curve, expected distribution through the use of Eq. (10); 
dashed curve, expected distribution for a 0.25 P lens; x ’s, measured 
data from an unlensed monomode fiber at z = 33 mm. 


Fig. 4. Theoretical plots of beam waist w z (in micrometers) versus 
axial distance z for a 0.25 P lens, through the use of Eq. (4), at \ = 
0.633 p.m. The solid curve represents MLD GFL and the dashed 
curve represents MSD GFL. 


tively. We have derived Ij by using the diffraction 
analysis given by Linares and Gomez-Reino. 1415 
Using Eq. (11), we found that for MSD GFL, c < 0.7% 
and for MLD GFL, e < 0.02% for 0 < t) s 0.5 at X = 
0.633 |xm; therefore, for these two GFL’s diffraction 
effects are negligible and the ray theory presented 
should suffice. 

3. Experimental Procedure and Results 

A. Output Field Characterization 

Details of the fabrication process for an integrated 
fiber probe are described by Dhadwal et al. 3 and are 
not repeated here. Figure 5 shows a schematic of 
the system for characterizing a GFL. A He-Ne laser 
(Melles Griot Model GLD5261) was launched into the 
free end of the monomode fiber by means of a 20 x 
microscope objective. We used a fiber coupled to a 
power meter (Newport Model 835) to record the 
transverse intensity distribution at various z posi- 
tions. 

Figures 6-8 show the theoretical (solid curve) and 
experimental (circles) intensity versus the transverse 
distance relationship for MLD 0.225P, MLD 0.255P, 
and MSD 0.234 P GFL’s, respectively. The x’s in 
these figures show the experimental readings with an 
unlensed monomode fiber, confirming that the lensed 
fibers are producing narrower beams. The dashed 
curves are the expected output from a 0.25P GFL. 


The dashed and solid curves of Fig. 7 are almost 
superimposed because the length of MLD 0.255P 1 
GFL is very close to 0.25 P. All intensity distribu- 1 
tions shown, except those of Fig. 8, were taken at z = J 
33 mm. Distributions in Figs. 8(a) and 8(b) were -| 
taken at z = 7.6 and 25.4 mm, respectively. From s 
Fig. 8 it is clear that the spot size of the unlensed fiber | 
is growing at a greater rate, implying a larger diver- J 
gence than that of lensed fibers. Another point to j 
note is that the match between theory and experi- a 
ment remains consistent for different distances. 

MLD GFL’s seem to show a greater aberration or a 
excitation of higher-order modes than MSD GFL’s, ]j 
and the correlation between experiment and theory is ' 
less for the former GFL’s than for the latter. The } 
reason for this is that MLD fibers have a greater 1 
central index depression than MSD fibers (MSD fibers 
approximate a quadratic profile more closely than 
MLD fibers). 16 


He-Ne 

Laser 


Monomode fiber GFL 


Transverse distance (jun) 

Fig. 7. Characterization of the intensity distribution for MLD 
GFL with 0.255 P length. Symbols are the same as in Fig. 6. 
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Fig. 8. Characterization of the intensity distribution for MSD 
GFL with 0.234 P length: (a) z = 7.6 mm, (b) z = 25.4 mm. 
Symbols are the same as in Fig. 6. 


FCD pb 



Fig. 9. Lensed backscatter fiber-optic probe: FCD, fiber clad- 

ding; FCR, fiber core; PB, polymer buffer; FSP, fusion splice point; 
MTOF, monomode transmitting fiber; MROF, monomode receiv- 
ing fiber; SC, scattering region; CP, crossover plane; SSFP, stainless- 
steel faceplate. 


Readers who are interested in learning about the 
theory and practice of laser light scattering are 
referred to Chu’s textbook. 2 We fabricated two 
lensed fibers and mounted them in the same housing 
(ferrule), see Fig. 9, for delivering light and receiving 
scattered light from particles executing Brownian 
motion. The backscattering angle for the lensed 
probe was measured to be 150° in water. We used 
MSD fiber as the GFL because its cladding diameter 
(125 |xm) matched that of the FSV monomode fiber, 
and because the field output of MSD GFL is cleaner 
than that of MLD GFL, as we mentioned in Subsec- 
tion 3. A. For best performance, both MSD GFL’s 
should be 0.25P (or 283 |j.m) long. Our BFOP has 
MSD GFL’s that are ~200 p.m long. Figure 10 
shows the output intensity from a lensed fiber used in 


B. Application of GFL in Dynamic Laser Light BFOP 
In the past 5 years considerable advances have been 
made in the utilization of dynamic light scattering 
techniques for the characterization of the size distri- 
bution of submicroscopic particles contained in oddly 
shaped containers, which are positioned in remote 
locations. 1317 ' 20 This has been made possible 
through the use of coherent backscatter probes de- 
scribed by Dhadwal et al . 1 It suffices for us to note 
here that the BFOP achieves the high self-beating 
efficiency of conventional laboratory-based systems, 
but it lacks the spatial resolution that may be neces- 
sary in certain applications. This compromise was 
necessary so the required miniaturization could be 
retained without the use of additional bulk optics 
such as lenses, which at best would increase the 
overall diameter of the BFOP tenfold. This paper 
demonstrates that through the use of integrated fiber 
optics, one can considerably enhance the spatial 
resolution of the BFOP without increasing the size of 
the BFOP. 



Fig. 10. Output intensity versus transverse distance (in microme- 
ters) for lensed fiber used in a lensed BFOP (circles) with a 205-p.m 
waist and for unlensed fiber used in an unlensed BFOP ( x ’s) with a 
570-p.m waist at the crossover region. Solid curves are splines 
through the x ’s and circles. 
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Fig. 11. Normalized intensity autocorrelations obtained from an 
aqueous suspension of 85-nm polystyrene latex spheres, through 
the use of the lensed BFOP (circles) and the unlensed BFOP 
(squares). 

the lensed BFOP (circles) and the output from an 
unlensed fiber used in an equivalent unlensed BFOP 
(x’s) at the crossover plane. It is obvious that the 
lensed BFOP device has the potential of having a 
higher spatial resolution because its beam width is 
narrower than the unlensed BFOP. 

For particle sizing analysis, we used an aqueous 
suspension of polystyrene latex spheres with a nomi- 
nal average diameter of 85 nm. The BFOP’s were 
used with a compact laser diode module that was 
described by Dhadwal et al. 20 A laser diode (Toshiba 
Model 9215) was used for delivering light, and a 
photomultiplier tube (Hamamatsu Model HC-120) 
was used for photon detection. Figure 11 shows 
an intensity-intensity autocorrelation obtained for 
a lensed BFOP (circles) and an unlensed BFOP 
(squares). We used a digital correlator (Brookhaven 
Instruments Model BI9000) to obtain the data. 
Figure 12 shows the corresponding size distribution 
obtained by the use of a nonnegative least-squares 
inversion procedure. Both the lensed and the un- 



56 67 76 85 95 107 133 

Partlcls Diameter (nm) 


Fig. 12. Size distribution obtained from the inversion of the two 
correlation data in Fig. 11 through the use of a nonnegative 
least-squares data-inversion technique. Inverted data are identi- 
cal. 


lensed BFOP’s give an identical distribution of par- 
ticle size, which is consistent with our expectation. 
The average signal-to-noise ratio or the self-beating 
efficiency for the lensed BFOP was close to (slightly 
higher than) the unlensed BFOP over many runs. 
However, the significant increase in spatial resolu- 
tion, by a factor of 2, makes the lensed BFOP 
indispensable in the study of systems in which the 
scattering may be confined to a small region, e.g., 
characterization of protein ciystallins in a human eye 
lens. 18 

4. Summary 

We have described the design of integrated fiber-optic 
imaging probes. For the GFL’s considered here, a 
maximum image distance of ~ 500 p.m can be achieved 
with a magnification of ~5. For a detection distance 
of less than 4 mm, a beam waist of less than 60 pm 
can be obtained. Output intensities from the GFL’s 
have been in close agreement with theoretical expec- 
tations. An application of GFL’s in laser light back- 
scattering fiber-optic probes is also presented. The 
integrated fiber-optic probes described here can be 
customized for a variety of diverse applications. Our 
results were obtained through the use of two commer- 
cially available graded-index multimode optical fibers. 
However, other optimizations may be achieved 
through the fabrication of multimode fibers with 
specified index profiles. 

We thank W. Emkey of AT&T Bell Laboratories at 
Breinigsville for allowing access to the fusion splicer 
and C. Jack for his assistance and patience in using 
the splicer. We acknowledge continuous support 
from NASA under contracts NCC3-241 and NAG3- 
1526. 
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